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THE  SUPRAPUBIC  DRESSING. 


In  The  Lancet  of  Nov.  4fch,  1905  (p.  1322),  there  is  an 
account  of  some  experiments  which  led  up  to  a device 
described  as  a new  dressing  for  cases  of  suprapubic  cysto- 
tomy. The  selection  of  the  size  of  the  apparatus  was  neces- 
sarily a matter  which  needed  more  extended  observation  and 
as  a result  of  this  it  has  been  found  necessary  to  add  to  the 
set  of  apparatus  the  two  pieces  described  below.  The  oval 
glass  has  been  produced  by  Messrs.  Down  Bros.,  Limited, 
only  after  very  considerable  trouble  and  expense.  Whereas 
the  cylindrical  pattern  can  be  readily  made  by  a glass  blower 
from  glass  tubing  the  oval  pattern  has  to  be  manufactured  by 
means  of  a mould.  It  is  unnecessary  to  enter  into  a descrip- 
tion of  the  various  experimental  patterns  which  were  made 
to  determine  the  size  and  shape  of  the  oval.  The  final  steel 
mould  was  made  as  a sequence  to  these  experiments  and  the 
oval  glass  as  now  turned  out  from  it  is  very  satisfactory. 
The  accompanying  illustration  shows  the  pattern  to  half 
scale,  but  it  is  difficult  to  show  in  a drawing  the  many  small 
points  material  to  the  actual  apparatus. 

The  chief  points  are  the  following.  1.  The  sides  bulge  out 
in  a regular  manner  all  along  the  circumference  of  the  oval, 
so  that  the  rubber  fits  the  glass  evenly  and  closely  and  there 
is  no  leakage  of  urine  or  lotion  between  the  two.  2.  A 
groove  is  provided  so  that  the  rubber  can  be  tied  on  to  the 
glass.  This  is  unnecessary  in  the  case  of  the  cylindrical 
vessel,  but  in  the  oval  pattern  leakage  is  liable  to  occur 
unless  the  rubber  is  fastened  in  some  way.  3.  All  the  edges 
are  rounded  off  and  the  base  is  also  machined  up  flat  so  as 
to  avoid  the  risk  of  ulceration  from  unequal  pressure.  The 
oval  pattern  is  large  enough  to  cover  the  very  largest  wound 
that  is  likely  to  be  made  and  it  can  be  applied  so  soon  as  the 
urine  is  free  from  blood  clot,  that  is  to  say,  on  the  second  or 
third  day  after  the  operation.  The  method  of  its  application 
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is  precisely  as  described  in  the  former  paper,  and  is  now 
well  known.  The  chief  essential  detail  is  to  shave  the  skin 
very  close.  It  is  often  noticed  that  the  edge  of  the  rubber 
disc  curls  up  in  places  after  it  has  been  applied.  As  a rule 
it  uncurls  again  of  its  own  accord  and  becomes  fixed  to 
the  skin.  This  curling  up  does  not  occur  when  the  solution 
is  used  in  small  quantity  and  is  well  rubbed  in,  but  it  some- 
times happens  that  this  is  impossible. 

The  second  addition  to  the  set  of  the  apparatus  is  the 
provision  of  two  separate  oval  pieces  of  sheet  rubber,  each 
measuring  six  inches  by  four  inches,  and  having  punched  out 
in  the  long  axis  of  the  oval,  but  half  an  inch  eccentrically, 
a hole  of  the  size  required  for  the  large  or  the  small  cylin- 
drical glass.  A pendulous  abdomen  interferes  with  the 
application  of  the  oval  glass  by  reason  of  its  size  and  it  is 
far  more  satisfactory  in  these  cases  not  to  increase  but  to 
diminish  the  size  of  the  riyid  part  of  the  dressing  and  to 
increase  at  the  same  time  and  to  the  same  extent  the  flexible 
part — namely,  the  rubber.  This  at  once  solves  the  problem 
and  as  the  rubber  adapts  itself  excellently  to  all  folds 
and  wrinkles  the  small  glass  remains  suspended  over 
the  wound  and  is  efficient.  A very  large  wound  can  be 
dressed  in  this  way,  and  since  the  troubles  of  nursing 
these  patients  by  the  old  method  varied  directly  with 
the  weight  of  the  patient  and  the  size  of  the  abdominal 
wall,  the  latter  when  large  being  frequently  coincident 
with  a pendulous  abdomen  and  a gaping  wound,  the  utility 
of  this  simple  addition  is  evident. 

In  case  it  should  be  desirable  for  the  patient  to  get  up 
while  he  is  wearing  the  oval  glass  this  is  also  made  up  as  a 
separate  piece  with  the  dome  solid  except  for  a pin-hole 
opening  remote  from  the  exit-tube.  The  risk  of  urine  over- 
flowing as  the  patient  moves  about  is  thus  minimised.  These 
cases  are  not  common  as  a matter  of  experience,  though  one 
would  expect  them  to  be  so  since  prostatectomy  is  common 
and  the  patients  are  generally  over  50  years  of  age  and 
liable  to  bronchitis.  It  is  unnecessary,  therefore,  to  enter- 
on  this  part  of  the  subject  at  greater  length  here.  If  the 
small  cylindrical  glass  is  used  for  this  purpose  the  variety 
with  a side  tube  in  place  of  the  hole  at  the  top  is  employed 
so  that  the  margin  of  safety  from  overflow  may  remain  the 
same.  The  selection  of  the  piece  best  suited  to  the  case  is 
a matter  which  anyone  who  understands  the  principles 
involved  can  make  for  himself  without  much  difficulty. 

There  is  no  doubt  that  the  dressing  can  be  both  used 
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and  abused.  For  instance,  it  is  not  uncommon  to  see  the 
wound  inside  the  glass  remaining  uncared  for.  Several  such 
wounds  have  closed  while  the  glass  has  been  in  place  but  it  is 
probable  that  they  would  have  closed  sooner  if  they  had  been 
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attended  to  regularly,  say  once  a day,  by  means  of  a pair  of 
sinus  forceps  or  with  a probe  passed  through  the  upper  open- 
ing of  the  dressing.  The  caustic  probe  is  particularly  useful 
in  this  respect  and  is  much  more  handy  and  efficient  than  a 


stick  of  caustic.  Moreover,  the  ease  with  which  the  caustic 
can  be  renewed  by  redipping  the  probe  in  fused  silver  nitrate 
which  is  on  the  point  of  solidifying  results  in  a great  saving 
of  caustic.  Apart  from  this  lack  of  attention  to  the  wounds 
their  condition  is  precisely  what  it  was  when  they  were 
dressed  with  gauze  and  on  drying  and  inspecting  them  no 
difference  between  the  two  can  be  discovered.  Then,  again, 
the  discs  of  rubber  with  the  holes  properly  punched  out  and 
of  exactly  the  right  size  are  more  efficient  than  any  that  can 
be  cut  out  by  hand  alone  and  no  other  quality  or  thickness  of 
rubber  has  been  found  which  is  more  efficient  than  that 
supplied.  It  is  not  uncommon  to  see  makeshifts  employed, 
perhaps  to  the  discredit  of  the  device  and  for  lack  of  renewal 
of  stock.  F urther  trials  of  a few  varieties  of  plaster  show 
that  none  approaches  in  respect  of  efficiency  the  present 
method  of  utilising  a solution  of  rubber  in  naphtha,  indeed, 
no  plaster  yet  tried  has  remained  in  place  for  more  than  six 
hours  without  becoming  soaked  through.  When  the  rubber 
solution  becomes  too  thick  by  evaporation  the  addition  of  a 
small  quantity  of  naphtha  or  benzine  well  stirred  in  it  will 
improve  it. 

It  is  common  now  to  perform  any  washing  out  that  may  be 
necessary  by  means  of  a catheter  introduced  either  through 
the  penis  or  through  the  top  of  the  glass,  the  excess  lotion 
being  allowed  to  flow  off  through  the  exit  tube.  Patients 
take  their  bath  after  the  rubber  tube  has  been  detached 
without  having  the  rest  of  the  dressing  removed.  It  is  also 
found  that  continuous  irrigation  of  the  bladder  is  easy  to 
arrange.  There  are,  however,  no  results  from  this  method 
of  treatment  to  record  at  present,  but  a priori  one  would 
expect  a good  deal  of  benefit  from  it  in  certain  cases,  espe- 
cially in  those  in  which  phosphates  are  deposited  in  the 
bladder.  Increased  experience  shows  that  five  days  and  not 
four  is  the  average  minimum  period  for  the  dressing  to  remain 
efficient  without  needing  attention.  At  the  end  of  this  time 
it  is  good  practice  to  omit  it  for  12  or  24  hours,  so  that  the 
skin  and  the  wound  may  be  well  cleaned  up  before  the 
dressing  is  reapplied,  but  this  is  by  no  means  essential. 
Phosphates  may  be  removed  from  the  glass  at  the  same  time 
by  soaking  it  in  dilute  hydrochloric  acid.  No  cases  of 
ulceration  of  the  skin  have  been  reported  so  far  and  in  the 
only  two  cases  in  which  the  dressing  failed  ulceration  suffi- 
cient to  prevent  the  efficient  application  of  the  rubber 
solution  was  already  present.  In  these  two  cases  the  device 
was  a complete  failure. 


It  would  perhaps  be  as  well  to  mention  here  that  the 
common  causes  of  overflow  through  the  hole  in  the  top  of  the 
glass  are  (1)  the  exit  tube  being  at  some  part  of  its  course 
above  the  level  of  this  hole  ; (2)  the  exit  tube  being  too  long 
and  the  distal  end  being  in  consequence  coiled  up  in  the 
receptacle  beneath  the  bed ; (3)  the  exit  tube  being 

interrupted  by  a joint  (this  is  unnecessary)  ; and 
(4)  syphonage  occurring  through  the  wool  or  gauze  which  is 
used  to  cover  the  top  of  the  dressing  having  sagged  down 
into  the  glass.  No  harm  results  from  omitting  this  covering 
entirely.  The  dressing,  unless  working  efficiently,  is  a trouble 
rather  than  a benefit  to  the  patient,  because  the  uncertainty 
renders  it  necessary  to  examine  him  frequently  to  see  if  he 
is  wet  and  to  dress  his  wound  in  both  ways  at  once  to  insure 
his  being  kept  dry.  This  means  double  the  work.  Some- 
times a patient  picks  off  the  rubber  in  his  sleep,  but  this  is 
not  a common  cause  of  leakage.  To  cause  the  dressing  to 
work  efficiently  certainly  does  demand  a small  amount  of 
attention.  The  cause  of  the  inefficiency  is  not  far  to  seek, 
as  a rule,  and  when  found  and  removed  efficiency  is  insured 
and  the  patient  remains  dry  with  much  less  inconvenience 
and  without  any  harm  resulting  so  far  as  can  be  seen. 
The  longest  time  so  far  during  which  the  patient  has 
remained  dry  from  a single  application  of  the  dressing  is  a 
fortnight.  When  one  considers  that  during  that  period  by 
the  old  method  the  patient  would  have  needed  dressing  about 
100  times  with  a change  of  the  draw-sheet  each  time,  and 
very  often  with  a change  of  his  shirt  as  well,  the  practical 
utility  of  the  device  as  a mere  labour-saving  machine  and 
quite  apart  from  the  patient’s  comfort  is  obvious.  The 
saving  in  cost  of  dressings  during  the  fortnight  would  be 
between  £2  and  £3  and  the  saving  of  time  to  the  nurse 
about  24  hours.  The  numbers  of  the  separate  pieces  com- 
posing the  complete  set  of  apparatus  have  been  revised  in 
accordance  with  the  demand.  The  various  items  can  also  be 
obtained  separately. 

In  conclusion,  I wish  to  thank  all  those  who  have  reported 
their  cases  to  me  or  who  have  allowed  me  to  watch  the 
progress  of  them.  Such  a system  lends  itself  admirably  to 
improvement  in  surgical  technique,  but  at  present  the 
failures  recorded  are  all  too  few  and  probably  several  points 
still  remain  to  be  elucidated  as  they  arise. 

St.  Bartholomew’s  Hospital,  E.C. 


L’riuted  at  The  Lancet  Office,  42",  Strand,  W.(J. 


